
 

 

 

DEPARTMENT OF NEPHROLOGY  

ALL INDIA INSTITUTE OF MEDICAL SCIENCES 

ANASARI NAGAR, NEW DELHI -110029 

 

Rate Enquiry No. 02/Nephro/2016-17 

Terms & Condition: 

 

1. The quotation should be submitted  to ‘Professor & Head, Department of Nephrology, Room No. 

4087, 4th  Floor, AIIMS, New Delhi -29’ and sent by post/per bearer  by 27th February, 2017 up 

to 12.00 p.m.   Quotations should be sealed in an envelope and the “Name of the item” clearly 

written on top of the envelop. 

2. The make of the article offered should invariably be quoted.  Quotation should be typed written in 

ink.  All overwriting and erased entries will be deleted from the quotation. The rates should be 

valid for at least SIX MONTHS. Should be submitted relevant literature/original catalogue of 

quoted model of equipment.   

3. VAT/Sales tax or any other kind of tax(s) must be separately mentioned against each item. In 

case no sales tax is chargeable, prices must be quoted as NET PRICE. 

4. Warranty/Guarantee: Three years followed by two years CAMC comprehensive warranty.  

(Including all spares and labor as per specifications) 

5. Installation: The firm install the equipment on the site, free of cost. 

6. The firm should be able to give demonstration of the item if required within 5 days of requistion. 

7. Authority letter from manufacturers/pricipal for supplying item . 

8.  Price reasonable certificate. 

9. An undertaking that the firm has been blacklisted in the past by any Institution, 

Government/Private. 

10. The successful bidder firm has to be deposit a 10% Performance Bank Guarantee of total value of 

item, in favor of ‘Director, AIIMS, Delhi’ in form of Account Pay DD/FDR/Bank Guarantee 

should be valid for two additional months on warranty periods, before releasing the payment.  

11. Information for electronic payment viz RTGS/NEFT- Name of the beneficiary, Account number 

of the beneficiary, IFSC code of the bank/branch. 

12. The Professor & Head the Deparmtnet reserves the right to cancel/reject full or any part  of the 

rate enquiry which generally do not fulfil the conditions stiupulated in the rate enquiry.  

13.  Payment will be made after reciving the items in good condition and satisfactory installation. 

14.  No extra transportation charge will be given to the firm. 

15.  The firm must supply the items within the date mentioned on teh supply order copy. 

 

Thanking you, 

 

 

 

 

(Dr. S.K. Agarwal) 

Professor & Head 

Department of Nephrology 

      

          Computer facility:  With request for uploading the same in AIIMS websites for teh period    

           of 10 days. 

 

 

 

 

 

 

 

 

 



 

 

 

 

  

Name of the item:  Scanner Qty- 01 No. (One) 

I. Technical Specifications 
 

1. Automatic document feeder and flat bed in one unit 

2. Document size possible  Up to A3, both for Automatic document feeder and  

flat bed 

3. Document Feeding Mode  Automatic document feeder (ADF) & Flatbed 

4. Optical resolution   Up to 600 dpi 

5. Output resolution   Up to 600 dpi or higher, both for color and  

monochrome 

6. Output format    Color: 24-bit; Grayscale: 8-bit; Monochrome: 1-bit\ 

7. Image sensor type   Charge coupled device (CCD) image sensor 

8. ADF capacity    200 sheets or higher 

9. Scanning speed   Up to 90 ppm or higher 

10. Interface    Ultra SCSI, USB2.0 

11. Operative environment  For Indian circumstances 

12. Should be able to detect multi feed 

13. Operative system support   

 Windows® 10 (32-bit/64-bit), Windows® 8 / 8.1 (32-bit/64-bit), Windows® 7 (32-

bit/64-bit), Windows Server® 2012 (64-bit), Windows Server® 2012, R2 (64-bit), 

Windows Server® 2008 (32-bit/64-bit) 

14. Other features     

 Automatic color detection, content-based rotation, intelligent blankpagedeletion, 

background saturation, advanced clarity, selectable background, onboard JPEG 

compression 

15. Long paper scanning also possible 

 

16. Bundled Software    

 Paper Stream IP (TWAIN/ISIS) Driver, 2D Barcode for Paper Stream, Software 

Operation Panel, Error Recovery Guide, Paper Stream Capture, ScanSnap Manager 

for fi Series, ABBYY Fine Reader for Scan Snap 

 

II. Environmental factors 

 Storage: Able to store continuously in ambient temperature of 0 to 50degree C and 

relative humidity of 15-90% 

 Operation: Able to operate in ambient temperature of 20-30 degree C and relative 

humidity of less than 70% 

 

III. Power supply and others 

 Power input: 220-240V/ 50 Hz AC Single phase or 380-400V AC 50 Hz Three phase 

with appropriate Indian plugs and sockets. 

 

 

 

 

 



 

 

 

 

IV. Standard, safety and training 

 Catalogue: Attach original manufacturer’s product catalogue and specification sheet. All 

technical data to be supported with original product data sheet.  

 Electrical safety conforms to standards for electrical safety IEC-60601 / IS-13450 

 Market position: Company should be in market for at least five years  

 Warranty: All spare parts (Electronic, Mechanical, plastic etc) required as such or due to 

wear and tear should be included in warranty period of three years and in Comprehensive 

AMC period of next two years. Warranty must include all software 

 Company Responsibility: If company's distributor is quoting the machine, still sole 

responsibility of warranty and CMC will be of the parent company 

 

V. Documentations 

 Compliance Report: to be submitted in a tabulated and point wise manner clearly 

mentioning the page number of original catalogue/data sheet 

 Service manual: To be provided in English 

 Details on Website: Machines details and brochure should also be available on company 

website 

 Spare Parts: List of important spare parts and accessories with their part number and 

cost should be provided 

 Log book: Log book with instructions for regular maintenance checklist should be 

provided.  

 Local Components: If some component/part of machine or its accessories are to be 

provided by Indian counterpart/agent, that should be very clearly defined in the bid and 

its cost should be clearly separated out. 

 

 

 

 

 

 

 

(Dr. S.K. Agarwal) (Dr. D. Bhowmik)      (Dr. S. Mahajan)        (Dr. R.K. Yadav) 

Professor & Head         Professor                    Professor                   Asstt. Professor 

 


